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Directional detection is a promising direct Dark Matter (DM) search strategy. The angular
distribution of the nuclear recoil tracks from WIMP events should present an anisotropy in
galactic coordinates. This strategy requires both a measurement of the recoil energy with a
threshold of about 5 keV and 3D recoil tracks down to few millimeters.
The MIMAC project, based on a µ-TPC matrix, with CF4 and CHF3, is being developed.
In June 2012, a bi-chamber prototype was installed at the LSM (Laboratoire Souterrain de
Modane). A preliminary analysis of the first four months data taking allowed, for the first
time, the observation of recoils from the 222Rn progeny.
1 Introduction: Directional detection
Dark Matter (DM) directional detection is based on the idea that the angular distribution of
WIMP (Weakly Interacting Massive Particle) momentum directions should present an anisotropy
in galactic coordinates 1. This anisotropy is due to the relative motion of the solar system with
respect to the cold galactic DM halo. Thus, the angular distribution of recoils produced by
scattering of WIMPs on nuclei should present an anisotropy pointing towards the constellation
Cygnus. Background events are instead isotropically distributed in Galactic coordinates. Using
a profile likelihood analysis 2 it has been shown that it is possible to extract a DM signal from
background events. As other directional detection experiments3, the aim of the MIMAC project
is the measurement of nuclear recoil energy and angular distribution to search for this signature.
2 MIMAC detection strategy
The MIMAC detector is a low pressure µ-TPC (Time Projection Chamber). When charged
particles pass through the gas detector (e.g. CF4), they lose a part of their energy by ionization,
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creating pairs of electrons and ions. These electrons are drifted to the grid by an electric field
(Edrift ∼ 200 V.cm−1). Finally, after passing through the grid, these electrons are amplified by
avalanche with a high electric field (Eaval ∼ 30 kV.cm−1) reaching the pixelized anode. Fig. 1
right shows a small part of a 10× 10 cm2 pixelized micromegas 4 each pixel being 200 µm wide.
By coupling a micro-pattern detector, such as a micromegas, with a fast and self-triggered elec-
tronics 5, we are able to sample the 512 channels of the anode at 50 MHz. Fig. 1 left illustrates
the ionization energy deposition, the charge collection and the sampling of a recoil track every
20 ns. The energy released by ionization is measured by a charges integrator (flash-ADC) con-
nected to the grid. Knowing the drift velocity, nearly 20 µm/ns, which is also measurable with
this setup 6, a 3D track can then be reconstructed 7.
MIMAC+detec&on+strategy+
Sampling:))
512)channels)@)50)MHz)
)
Ioniza& n+energy+:+)
Measured)with)a)charge)
integrator)from)to)the)grid))
MIMAC 100x100 mm2(v2) 
(designed by IRFU- Saclay (France)) 
LTPC Conference- Paris - December 17th 2012 D. Santos (LPSC Grenoble) Micromegas)10x10)cm2,)
designed)by)IRFU&)Saclay)(France)))
Quen>n)Riffard)&)Moriond)2013)18/03/13) 3)
3DITrack:+
)))))Z)coordinate)from)dri])velocity)(measured))
)))))X,Y)coordinates)from)the)strips)of)pixels)
)))))))))))))))!)To)get))))))))))coordinates)
Pixelized)Micromegas)
Fast)&)self&triggered)
Electronics)
TPC)μTPC)MIMAC+detector:+
200)μm)
TSample = 2 ns
J.)Billard,)F.)Mayet)and)D.)Santos,)JCAP)04)(2012))006))
(l, b
Figure 1: Left: Scheme represe ing a nuclear recoil produced in the active volume of the detector and the sampling
of the pixelized anode at 50 MHz of collected charges. Right: A picture of a small part of the micromegas pixels
designed by IRFU Saclay (France) showing the 200 µm wide pixels.
3 MIMAC bi-chamber prototype at the Laboratoire Souterrain de Modane
The bi-chamber module shown in Fig. 2 left, is composed of two mirrored detectors sharing the
same cathode. The prototype active volume (V ∼ 5.8 L) is filled with the following gas mixture
: 70 % CF4 + 28 % CHF3 + 2 % C4H10 at a pressure of 50 mbar. The MIMAC bi-chamber proto-
type was installed at the Laboratoire Souterrain de Modane (LSM) in June 2012 for four months
of data taking in an underground laboratory. By means of an X-ray generator, the detector has
been weekly calibrated with fluorescence photons from metal foils. The gas circulation system
includes a buffer volume, an oxygen filter, a dry pump and a pressure regulator. It allows to
keep the gas quality stable in a closed circuit. Indeed, the presence of impurities and O2 must
be controlled to to prevent gain and resolution degradation of the detector.
Fig. 2 right shows the slope coefficient of a linear calibration as a function of time, high-
lighting the gain stability during this data taking period.
(IRSN- Cadarache) allowing to select the energy of the neutrons by the angle with respect to a
proton beam producing a neutron resonance on a LiF target.
On fig 4 (center and right panel), 3D tracks of nuclear recoils following elastic scattering of
mono-energetic neutrons are represented. On the center panel, a 8 keV proton recoil leaving a
track of 2.4 mm long in 350 mbar of 4H + 5%C4H10 is represented. The ight panel presents a
50 keV (in ionization) fluorine recoil of 3 mm long obtained in a 55 mbar ixture of 70% CF4
+ 30% CHF3.
4. MIMAC at the Underground Laboratory of Modane (LSM)
In June 2012, we have installed the bi-chamber module, at the Underground Laboratory of
Modane (LSM), see fig.5 .
Figure 5. The bi-chamber module installed at Modane in June 2012.
The set-up includes a close loop gas system with in-line filtering and is able to reach a vacuum
of 10 6 mbar. The pressure was regulated at 50 mbar. The gas mixture used was 70% CF4 +
28% CHF3 + 2% C4H10 We have calibrated twice a week by means of fluorescence produced by
X generator on thin foils of Cd (3.2 keV), Fe (6.4 keV), Cu (8.1 keV) and Pb (10.5 and 12 keV).
In the fig. 6, we show the low energy calibration obtained, its linearity and the stability of the
calibration given by the bin position of the di↵erent peaks as a function of time. The first data
acquisition started on June 22nd and it has been continuously run and remotely monitored up
to October 12th .
Figure 6. Left: The fit of the five X-ray peaks produced by fluorescence. Centre: The linear
calibration obtained from the fit. Right: the gain stability from July 5th to August 28th.
In order to characterize the total background of our detector at Modane, we worked without
any shielding. Besides the very good stability of the calibration validating the gas circulation,
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Figure 2: Left: The bi-chamber prototype at the Laboratoire Souterrain de Modane in June 2012. The bi-chamber
module is identified in red and the buffer volume in blue. Right: The slope coefficient of a linear calibration as a
function of time in keV/ADC-Channel. Each measurement has its error bar.
4 Preliminary analysis of the first months of data taking
The first available data set of the bi-chamber prototype was started on July 5th and finished
on October 12th 2012. The measured total event rate of tracks with a 2 keV threshold was
5.6 ± 0.4 evts/min without any cuts. We performed a first data analysis that allowed us to
obtain 3D-track events with an energy spectrum shown on Fig. 3 left. In this spectrum, we can
clearly identify two peaks at 32.4± 0.1 and 44± 0.3 keV, and a flat distribution above 60 keV.
Fig. 3 right shows the event rate of α-particles (Flash-ADC saturation above 120 keV) and of
events with energies between 20 and 60 keV selected by this analysis. These event rates remained
constant until October 3rd, when the gas circulation was stopped to isolate the bi-chamber from
the gas circulation system. We can observe an exponential reduction of the event rates which
fit with the 222Rn half-life (T1/2 = 3.8 days). It signs a pollution of the gas mixture by Radon
isotopes contained in the circulation gas system originating from 238U and 232Th chains. The
exponential decrease being dominated by the half-life of the 222Rn, hence, the contribution from
the decay of 220Rn may be neglected in a first order approximation. The absence of 220Rn could
be explained by its short half-life (T1/2 = 55 s) preventing it to reach the active volume. Indeed,
the time required for 220Rn to reach the active volume of the chamber passing through the
circulation circuit is at least one order of magnitude longer than its half-life.
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Figure 3: Left: The energy spectrum obtained after a preliminary analysis between 20 and 120 keV. Right: The
event rates of α-particles (orange dots) and obtained with this analysis with 20 < E < 60 keV (blue dots). The
dashed orange line indicate the shutdown of the gas circulation system, on October 3rd, 2012.
As shown in Tab. 1, the seven α-particles from the decay of 222Rn and 220Rn descendants,
called Radons progeny, are emitted with kinetic energies Ekinα ranging from 5.5 to 8.8 MeV. A
simulation showed that these α-particles can pass through the 24 µm cathode to reach the other
chamber even if the decay is produced in the gas volume. The simulated energy spectrum of
the α-particles reaching the other chamber was flat from 0 to 120 keV (our ionization energy
dynamic range). In addition, if the decays occur at the cathode surface and if the α-particles
are absorbed in the matter, only the recoils of the daughter nuclei will be detected. The recoils
of the daughter nuclei from the Radons progeny are emitted, as shown on Tab. 1, with kinetic
energies from 100 to 170 keV.
There is a difference between the kinetic energy of an ion Ekinrecoil and the energy released
by ionization Eionirecoil. The Ionization Quenching Factor (IQF) is defined as the ratio between
the ionization energy released by a recoil and the ionization energy released by an electron at
the same kinetic energy. Taking into account the IQF correction from SRIM 9, the recoils from
222Rn and 220Rn progeny would be detected with ionization energies from 38 to 70 keV. It was
shown that SRIM must overestimates the IQF roughly by 20 % at such recoil energies 8. Thus,
the measured ionization energies should be lowered by 20 % with respect to the values on the
Tab. 1.
In conclusion, the 3D-track events associated to the energy spectrum shown on Fig. 3 left
Parent Ekinα [MeV] Daughter E
kin
recoil [keV] IQF [%] E
ioni
recoil [keV]
From 222Rn
222Rn 5.489 218Po 100.8 37.93 38.23
218Po 6.002 214Pb 112.3 39.10 43.90
214Po 7.687 210Pb 146.5 40.12 58.78
From 220Rn
220Rn 6.288 216Po 116.5 39.0 45.4
216Po 6.778 212Pb 128.0 39.1 50.0
212Po 8.785 208Pb 169.1 41.3 69.8
212Bi 6.090 208Tl 117.2 39.0 45.7
Table 1: This table details the α-decays from 222Rn and 220Rn progeny, the kinetic energies Ekinα of the emitted
α-particles and the kinetic Ekinrecoil and ionization E
ioni
recoil energies of the emitted daughter nuclei. The IQF was
estimated with SRIM.
come from the 222Rn progeny in the detector. Indeed, taking into account the IQF overesti-
mation, the energy range of the recoils from the 222Rn progeny would fit the spectrum. The
identification of the contribution for each nuclear recoil from the 222Rn progeny will be studied
in a future paper.
For directional detection it is important to discriminate Radon progeny events from WIMP
like events. This discrimination should be possible by using the time and spatial coincidence
between the two chambers. For these events, we expect one recoil event in one of the chambers
and one recoil event in the other one. For this data taking, the time synchronization of the
chambers was not available. The study of the coincidences between the two chambers will be
performed with a new 12 µm cathode for the next data taking period.
5 Conclusions and Perspectives
The MIMAC bi-chamber prototype was installed at the LSM in June 2012. A preliminary
analysis of the first data set allowed us to observe, for the first time, the 3D-track and energy
of recoils from the 222Rn progeny. At present, only the α particle spectrum from 222Rn progeny
was measured 10. This kind of measurement shows the potential of the MIMAC experiment for
3D recoil track measurements at low ionization energy. Moreover, using the time correlation
between the two chambers of the bi-chamber module, we should be able to discriminate these
events.
The next step of the MIMAC project will be the development of the MIMAC 1 m3. This
detector will be the demonstrator for a large TPC devoted to DM directional search.
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